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Diagnostics Biochem

Your Result

5.19 ng/mL

Comparative Statistics Your Deviation
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N Mean  SD  CV U¹  Z−score  RMZ  %

Your Mode 166 7.24 1.16   16.0 0.225 −1.76 −1.44 −28.3

Your Method 77 7.14 1.87   26.2 0.533 −1.04 −0.96 −27.3

Your Peer 1 5.19 0   0 0   0   0.31   0
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PEER 

5.19 5.19

Your Result

1

METHOD

1.95 16.49
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1.43 13.05

Your Result
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N Mean CV U¹

Snibe MAGLUMI Series
Chemiluminescence
Snibe MAGLUMI CLIA Reagent

56 7.24   9.82 0.237

DRG Instruments
EIA
DRG 17−OH Prog. REF EIA−1292

17 7.75   11.5 0.541

IDS iSYS
Chemiluminescence
Dedicated Reagent

10 4.08   7.80 0.251

Monobind AccuBind
EIA
Dedicated Reagent

10 7.06   29.4 1.64

Snibe MAGLUMI X3
Chemiluminescence
Snibe MAGLUMI 17−OH Prog. REF 130X98004M

8 7.22   7.59 0.485

IBL International
EIA
Dedicated Reagent

8 7.68   14.6 0.995

Alkor Bio
EIA
Dedicated Reagent

7 18.2   7.52 1.29

DIAsource ImmunoAssays
RIA
Dedicated Reagent

6 7.56   4.68 0.361

DIAsource ImmunoAssays
EIA
Dedicated Reagent

6 7.15   13.0 0.950
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